VI]

MEASUREMENT   OF  RESISTANCE

109

Fig. 62 shows the arrangement of the connections. As already
pointed out, the galvanometer and cell connections may be
interchanged, but it has been shown * that the most sensitive
arrangement is obtained by connecting whichever of the galvano-
meter or the cell has the higher resistance to the junction of the
two greatest resistances in the Bridge. In the conditions most
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frequently occurring in general practice, the moat sensitive arrange-
ment will be that shown in Kig, (>2.

To save the trouble of making and undoing terminal connections
every time the cell or galvanometer requires to be connected or
disconnected, it is usual to have " tapper " keys in the circuits of
the cell and galvanometer. These are generally provided on the
box itself, and the connection between each key and the appropriate

* See Gray's Absolute Mca#urcm.ntn in flfatricity and Magnetiwi, Vol. 1,
page 333.